The poly-L-lactic acid mini-plate system accomplished rapid development. However, the system still has a variety of problems. One such problem is the breakage of screws. In this technical report, we develop the temporary fixing screws made from stainless with hexagon steel that exhibit a hexagonal head and thread part that also features a tapping function.
IntRoductIon
The poly-L-lactic acid (PLLA) mini-plate system is one of the various bioabsorbable materials that are used during plastic and reconstruction, orthopedic, craniofacial, and oral, and maxillofacial surgeries. This is because the system was rapidly developed and deployed. Despite its widespread use, the breakage of mini-screw heads regularly occurs during screw removal. Therefore, we developed temporary fixing screws made from stainless steel that exhibit a hexagonal head and thread and features a tapping function because uncalcined and unsintered hydroxyapatite (u-HA)/PLLA screw is very expensive.
technIcal note
The application of the temporary fixing screws in clinical practice is described for a hypothetical plate with four holes. First, holes are made using a drill, and the temporary fixing screws are placed into the two medial holes [ Figure 1 ]. Second, u-HA/PLLA screws are placed into the two external holes that were created using the thread portion of the tapping driver. Finally, the temporary fixing screws are replaced by the u-HA/ PLLA screws without tapping [ Figures 2 and 3] .
dIscussIon
In the past, several researchers have reported the utility of the PLLA plate system (Fixsorb™-MX; Takiron, Osaka, Japan) as well as of the conventional titanium mini-plate system. Recently, a new bioabsorbable mini plate system has been developed, which is made of forged composite material containing u-HA particles and PLLA (u-HA/PLLA system: Super Fixsorb™ MX; Takiron, Osaka, Japan). [1] [2] [3] This u-HA/PLLA system is stiff, completely bioabsorbable, and osteologically bioactive. Moreover, it exhibits a stronger fixation power than the PLLA system. Therefore, the thickness of the plate was changed from 1.5 mm to 1.0 mm, thereby reducing the sensation of the presence of a foreign object in the patient's body. As a result, we aggressively use the u-HA/PLLA system for orthognathic surgery, particularly for Le Fort 1 osteotomies, since there is no need for a second operation to remove the implant.
Nevertheless, the u-HA/PLLA system is complicated by the susceptibility of the screw heads to breaking if a sufficiently strong force is applied. Therefore, an exclusive driver system that contains a clutch with limited torque is needed, which can prevent the breakage of screw heads since the clutch detaches when the screw is fully inserted. However, the breakage of the mini-screw head still can occur when these screws are
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How to cite this article: Nakano H, Inoue K, Sumida T, Yamada T, Mori Y. Osteosynthesis using the uncalcined and unsintered hydroxyapatite / Poly-L-Lactic acid system. Ann Maxillofac Surg 2018;8:116-7. removed, possibly because the removal system does not have a clutch function when inverse rotation is applied. The u-HA/ PLLA plates are placed in the lateral border of the piriform aperture and bilaterally in the lower ridge of the zygomatic bone during Le Fort 1 osteotomy. At that time, the u-HA/PLLA screw often has to be removed because the bone of the lateral border of the piriform aperture is often thin.
Therefore, we developed the temporary fixation screw system to address this problem. In general, the u-HA/PLLA screw is placed after tapping. Therefore, we developed a temporary fixing screw made from stainless steel with a hexagonal head and thread part that features a tapping function. When using this method, it is not necessary to remove the u-HA/PLLA screws.
Moreover, our system is sufficiently simple to operate. Finally, use of the temporary fixative screws will be done with greater confidence as the use of the system increases.
conclusIon
We believe that this temporary fixing screw system is remarkably valuable and economical.
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